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(Comment Sheet] 3/2/2000 | Hygiene and Veterinary Public Health Institute

FOREIGN GOV'T AGENCY CITY & COUNTRY ADORESS OF LABORATORY
National Veterinary Agency Bucharest, ROMANIA Bucharest, ROMANIA

NAME OF REVIEWER NAME OF FOREIGN OFFICIAL
Dr. Faiz R. Choudry, DVM Dr. Sergiu Meica, Director and Dr. Ciuciuc Anca, Staff Officer

RESIDUE TEM
CODES NO. COMMENTS

100,111, 9 The Laboratory Quality Assurance Program was pot adequately maintained. The pages of official record book
300,400, for standard solution/reagent/media ingredients for chlorinated hydrocarbons (CHC), polychlorinated biphenyls
500,203, (PCBs), organophosphates (OP), trace elements (TE), hormones, chioramphenicol, ivermectin, and

923, sulfonamiides, are not serially numbered as required by Good Laboratory Practices and the following information
was nat recorded in the book for Laboratory Quality Assurance Program.

1. Lot numbers and expiration dates for standard solutions/reagents/media 1ngredients were not recorded on
the standard books.

2. The record book was not signed and verified by the supervisors each time before the newly prepared
solutios were used by the technicians or chemists.

3. No record was maintained for the corrective actious taken when unacceptable check sample results were

received.
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FOREIGN COUNTRY LABORATORY REVIEW Q IGN LABORATORY

2/24/2000 | Regional Laboratory for Control of Resi
{Camment Sheet} _ Microbiology. due and

FOREIGN GOV'T AGENCY CITY & COUNTRY ADDRESS OF LABORATORY

National Veterinary Agency Timiisoara - ROMANIA %9?)0 P%!oqa zrm 4 ROMANIA

NAME OF REVIEWER NAME OF FOREIGN OFFICIAL
Dr. Faiz R. Choudry, DVM Dr. Nicolane Chetriesco, Director and Dr. Ciuciuc Anca, & Dr. Petre Negrea

RESIDUVE TeEM
CODES NO. COMMENTS

100,111, 9 The Laboratory Quality Assurance Program was not adequately maintained. The pages of official record book

300,400, for standard solution/reagent/media ingredients for chlorinated hydrocarbons (CHC), polychlorinated biphenyls
500,203, (PCBs), organophosphates (OP), trace elements (TE), hormones, chloramphenicol, ivermectin, and
923,

sulfonamides, are not serially numbered as required by Good Laboratory Practices and the following information
was not recorded in the book for Laboratory Quality Assurance Program.

Lot numbers and expiration dates for standard solutions/reagents/media ingredients were not recorded on
the standard books.

The record book was not signed and verified by the supervisors each time before the newly prepared
solutios were used by the technicians or chemists.

No record was maintained for the corrective actions taken when unacceptable check sample results were
received.
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REVIEW DATE | NAME OF FOREIGN LABORATO
FOREIGN COUNTRY LABORATORY REVIEW EVIEW BORATORY
(Comment Sheet] 2/28/2000 | Regional Laboratory for Control of Residue and
Microbiology.
FOREIGN GOV'T AGENCY CITY & COUNTRY ADDRESS OF LABORATORY
National Veterinary Agency Iasi - ROMANIA Iasi - ROMANIA
NAME OF REVIEWER NAME OF FOREIGN OFFICIAL
Dr. Faiz R. Choudry, DVM Dr. Eugenia Maria Burtan, Deputy Director and Dr. Ciuciuc Anca, & Dr. Petre Negre

RESIDUE TEM
CODES NO. COMMENTS

100,111, 9

The Laboratory Quality Assurance Program was not adequately maintaived. The pages of official record book
300,400,

for standard solution/reagent/media ingredients for chlorinated hydrocarbons (CHC), polychlorinated biphenyls
500,203, (PCBs), organophosphates (OP), trace elements (TE), hormones, chloramphenicol, ivermectin, and
923. sulfonamides, are not serially numbered as required by Good Laboratory Practices and the following information

was not recorded in the book for Laboratory Quality Assurance Program.

1. Lot numbers and expiration dates for standard solutions/reagents/media ingredients were not recorded on
the standard books.

The record book was not signed and verified by the supervisors each time before the newly prepared
solutios were used by the technicians or chemists.

3. No record was maintained for the corrective actions taken when unacceptable check sample results were
received.




